
 
 
 
 
 
 
 
 
 

EVALUATION REPORT 
 
 
 

Name of Principal: Berthapharma-Technology Kft., 
Address: Petőfi Sándor utca 145.  

 Tormafölde H-8876, Hungary 
 

Date of order: 04.05.2020 
 

Name of test sample: Viroxygel spray 
 Surface disinfectant spray 
 

Subject of order: Efficacy testing for surface disinfectant 
  
Sample receipt date: 05.05.2020. 

 
Test date: 04.05.2020.-18.05.2020. 

Documentation: not included        

Tested sample: 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Note: The test results only apply to the test sample/device/equipment. The evaluation report should be copied in 
its entirety, and written consent of the publisher must be granted for its extraction. 
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Test results: 
 

Test conditions: 
 

Concentration used: without dilution 

Load: 3% bovine serum albumin 
Neutralising agent: Polysorbat 80 3,00%; Lecitin 0,30%; saponin 3,00% 
Exposure time: 120 seconds Temperature: room temperature 
Test method: MSZ EN 1276:2020, MSZ EN 1650:2020 

 
Sample preparation: MSZ EN ISO 21148:2017  

Bactericidal effect: 

 

 
Microorganisms 

Live 
bacterial 

count 
(CFU/ml) 

24 hrs 

Live bacterial 
count after 
disinfection 

(CFU/ml) 
48 hrs 

 
lg R 
48 h 

 
Requirement 

lg R 

 
Staphylococcus aureus 
ATCC 6538 

1,5x108 
 

3,0x101 
 

6,70 
 

≥5 

Pseudomonas aeruginosa 
ATCC 15442 1,5x108 2,0x101 6,88  

≥5 
Enterococcus hirae 
ATCC 10541 1,5x108 9,0x101 6,23 

 
≥5 

Escherichia coli 
ATCC 8739 1,5x108 1,0x101 7,18  

≥5 
 
 
 

Microorganisms 
Live 

bacterial 
count 

 (CFU/ml) 
48 hrs 

Live bacterial 
count after 
disinfection 

(CFU/ml) 
48 hrs 

 
lg R 
48 h 

 
Requirement 

lg R 

Candida albicans 
ATCC10231 1,5x107 2,0x101 6,88  

≥4 
 
 
 

Microorganisms 
Live 

bacterial 
count 

 (CFU/ml) 
7 days 

Live bacterial 
count after 
disinfection 

(CFU/ml) 
72hrs 

 
lg R 
72 h 

 
Requirement 

lg R 

Aspergillus brasiliensis 
ATCC16404 1,5x107 3,0x101 6,70  

≥4 
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 Evaluation: 

 
The bactericidal and fungicidal effect of the tested Viroxygel spray surface disinfectant 
meets the requirements of the surface test. 

 
 
 

The samples during the evaluation were used up. 
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Zita Nagy  Bernadett Simon Borosné 
investigating expert  

 
Varjú András 

head of 
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